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AbsTrACT
Endovascular coil embolisation continues to evolve and 
remains a valid modality in managing ruptured and 
unruptured cerebral aneurysms. Technological advances 
in coil properties, adjunctive devices and interventional 
techniques continue to improve long- term aneurysm 
occlusion rates. This review elaborates on the latest 
advances in next- generation endovascular coils and 
adjunctive coiling techniques for treating cerebral 
aneurysms.

InTroduCTIon
The invention of the Guglielmi detachable coil 
system in the 1990s sparked the development 
of modern neurointervention and endovas-
cular neurosurgery.1–3 While the early results 
of coil embolisation were met with undesir-
able occlusion rates, the neuroendovascular 
space responded with significant advances in 
coil properties with coils of various lengths, 
shapes, pliability, coating, detachment zones 
and devices to assist coil embolisation.3 4 
Endovascular coiling remains a feasible and 
effective treatment option for the treatment 
of ruptured and unruptured aneurysms, 
especially as an alternative to surgical clip-
ping in most cases, which is associated with 
higher morbidity and mortality rates. Devices 
to augment coil embolisation now include 
balloon- assist techniques and intracranial 
stents to increase coil packing and parent 
artery patency, as well as reduce the risk of 
coil herniation.5 Significant changes in coil 
properties have also been made to increase 
the aneurysm occlusion rates.6

Wide- neck cerebral aneurysms pose unique 
technical challenges for endovascular coil 
embolisation. The most common definition 
for wide- neck aneurysms is a dome- to- neck 
ratio of less than 2 mm or a neck diameter 
equal to or greater than 4 mm.7 Some of the 
challenges associated with coiling of wide- 
neck aneurysms include the tendency of 
coils to herniate into the parent vessel, as 
well as difficulty in determining the neck and 
parent vessel interface and protecting the 
vessel branches at the neck of the aneurysm.8 

Adjunctive devices such as intracranial stents 
and balloons were developed to augment coil 
embolisation. Balloon- assisted coil emboli-
sation reduces the risk of coil prolapse into 
the parent artery and can provide immediate 
proximal control with balloon inflation in 
case of intraprocedural aneurysm rupture. 
Similarly, stent- assisted coiling allows for 
increased coil packing density, critical for the 
treatment of wide- necked, large and giant 
aneurysms, thereby significantly improving 
obliteration rate and reducing aneurysm 
recurrence rate.5 9–11

Despite the wide adoption of flow diversion 
technique for the treatment of unruptured 
intracranial aneurysms, there still remains a 
need for coiling techniques, particularly in the 
ruptured setting when use of dual antiplatelet 
therapy is limited.3 In recent years, novel stents 
and stent- like devices have been designed to 
serve as adjunctive treatments for endovascular 
coiling of wide- neck aneurysms. These include 
Cascade, Comaneci, pCANvas and eCLIPS. 
Temporary neck bridging devices for coil 
embolisation, such as Cascade and Comaneci, 
have some advantages over other adjunctive 
devices such as permanent stents. Although the 
placement of permanent stents during coiling 
is associated with greater durability, it is also 
associated with higher risk of thromboembolic 
complications. In addition, permanent stents 
require platelet inhibition, increasing the risk 
of haemorrhagic complications.12 The Cascade 
and Comaneci devices provide support during 
coiling and do not require patients to undergo 
antiplatelet therapy as they are not perma-
nently deployed. Moreover, Cascade- assisted 
and Comaneci- assisted embolisation, unlike 
balloon- assisted embolisation, do not occlude 
the parent vessel, thus posing lower risks of 
ischaemia or thrombus formation. Other novel 
devices, such as pCANvas and eCLIPS, have 
flow- modifying properties that decrease blood 
flow into the aneurysm, an important feature 
given that high shear stress and flow velocity 
can increase the risk of aneurysm recanalisa-
tion and recurrence.13
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In this review, we describe recent advances for endo-
vascular coil embolisation of intracranial aneurysms 
including a detail review on available adjunctive devices.

AdvAnCes In bAlloon-AssIsTed CoIlIng
Balloon remodelling during endovascular coiling involves 
the temporary inflation of a balloon catheter across the 
aneurysm neck during the placement of coils.5 14 The 
balloon catheter increases coil packing density and is 
removed towards the end of the procedure. In addition, 
balloon catheter can also be used during the procedure 
to temporarily occlude the parent artery in the event of 
aneurysm rupture during coiling. Originally, balloon 
remodelling used a single low- compliance balloon and 
was limited to sidewall aneurysms. More compliant 
balloons are now available, and those commonly used for 
balloon- assisted coiling include Hyperform and Hyper-
Glide (single lumen), TransForm (single lumen) and 
Scepter (dual lumen).5 15 16 Some of the safety concerns 
associated with balloon remodelling is the possibility of 
blood stasis increasing the risk of thrombus formation and 
thromboembolic events, as well as platelet aggregation 
of the parent artery during balloon inflation. Repeated 
inflations and deflations can potentially lead to intimal 
injury of the vasculature near the aneurysm targeted for 
intervention.17 However, several important studies have 
demonstrated that the safety profile of balloon- assisted 
coil embolisation is comparable with that of conventional 
coiling through prospective multicentre studies.18–20

The Analysis of Treatment by Endovascular Approach 
of Non- ruptured Aneurysms (ATENA) study involving 547 
patients found a similar rate of complications comparing 
balloon remodelling coiling (11.7%) and standard 
coiling (10.8%) for use in unruptured aneurysms. Most 
of the balloons used were HyperForm and HyperGlide.5 18 
In the Clinical and Anatomy Results in the Treatment 
of Ruptured Intracranial Aneurysms (CLARITY) study, 
balloon remodelling was performed in 792 patients with 
ruptured intracranial aneurysms in this multicentre 
prospective study. The rate of perioperative compli-
cations and clinical outcomes demonstrated a similar 
level of safety between conventional coiling and balloon 
remodelling coiling for the treatment of ruptured intra-
cranial aneurysms.5 19 It is thought that balloon remodel-
ling may simplify the process of endovascular coiling and 
reduce the risk of complication by reducing total proce-
dure time.5 The results of these large- scale multicentre 
studies support the safety and efficacy of balloon- assisted 
endovascular coiling, especially for wide- neck intracra-
nial aneurysms where conventional coiling has limited 
efficacy.

TransForm occlusion balloon catheter
The TransForm occlusion balloon catheter (Stryker 
Neurovascular, Fremont, California, USA) is the latest 
innovation of balloon microcatheter design. It is a single 
lumen balloon catheter using 0.014- inch microguidewires 

with compliant and super compliant versions.17 The device 
has a micromachined hypotube design with multiple slits 
to allow rapid inflation and deflation of the balloon cath-
eter, increased visibility and reduced procedural times.8 
In an early clinical experience and retrospective review of 
23 ruptured and unruptured aneurysms treated with the 
TransForm, the authors report complete aneurysm occlu-
sion (Raymond Roy Classification (RRC), RRC I) in 78% 
(18/23) of aneurysms and residual neck in 22% (5/23) 
of aneurysms (RRC II) in post- treatment angiography. No 
serious complications were observed, and no follow- up 
data were reported.17

In a prospective multicentre trial published in 2018, 
the authors enrolled 81 patients undergoing Trans-
Form balloon- assisted coil embolisation for treatment of 
ruptured and unruptured aneurysms. Of the aneurysm 
characteristics reported, 50% (36/72) were bifurcation 
aneurysms and 82% (59/72) were located in the anterior 
circulation. Complete occlusion (RRC I) was observed 
in 69.4% (50/72) of cases, residual neck (RRC II) in 
25% (18/72) and residual aneurysm (RRC III) in 5.6% 
(4/72). In 4.9% (4/81) of subjects, thrombus formation 
occurred and led to thromboembolic events in 2.5% 
(2/81). However, no thromboembolic infarctions or 
serious complications occurred.8

scepter
Scepter (Microvention, Irvine, California, USA) is a 
coaxial dual lumen compliant balloon catheter using 
0.014 inch microguidewires.8 This device was approved 
by the FDA in 2012. The Scepter balloon has a compliant 
version for sidewall aneurysms providing minimal slip-
ping and longitudinal coverage called Scepter- C, and a 
supercompliant version that conforms to bifurcation 
aneurysms called the Scepter- XC.16 The double lumen 
design of the Scepter balloons provides a unique advan-
tage of the ability to deploy a low profile stent in the event 
of coil loop prolapse.

HyperForm and Hyperglide
The HyperForm and HyperGlide balloon catheters 
are single lumen compliant balloons using 0.010 inch 
microguidewires.8 The HyperGlide is primarily used for 
balloon remodelling of wide- neck sidewall aneurysms, 
especially those located in the internal carotid and verte-
bral arteries. The HyperGlide is oblong, while the Hyper-
Form is round and more compliant. The HyperForm can 
conform to complex bifurcation aneurysms and protect 
branches originating from and adjacent to the aneu-
rysm neck. The more compliant HyperForm is preferred 
for wide- neck aneurysm as well as small arteries, such 
as posterior inferior cerebellar artery, posterior cere-
bral artery and anterior communicating artery. The 
0.010- inch microwire requirement limits the easy of use 
and navigability for the HyperFrom and HyperGlide 
balloons.16
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Ascent balloon
The Ascent occlusion balloon catheter (Micrus Endovas-
cular Corp, San Jose, California, USA) uses a 0.014- inch 
microguidewire and has compliant and supercomplaint 
versions. The device was approved by the FDA for neuro-
vasculature and peripheral use in 2008. These were an 
older generation balloon design and are no longer 
routinely used.

AdvAnCes In sTenT-AssIsTed CoIlIng
Pulserider
The PulseRider Aneurysm Neck Reconstruction Device 
(Pulsar Vascular, Inc, Los Gatos, California, USA) comes 
in two shapes: T or Y, both of which are made of nitinol 
(nickel titanium) with 8 mm and 10 mm wide arches. It 
was first approved for use in the USA by the Food and 
Drug Administration (FDA) on 19 June 2017.21 Prior 
to approval, the Adjunctive Neurovascular Support of 
Wide- neck Aneurysm Embolization and Reconstruction 
(ANSWER) Trial examined its use in the treatment of 34 
aneurysms. Of the 34 treated aneurysms, 82.4% showed 
immediate Raymond I or II occlusion, and at 6- month 
follow- up, the rate increased to 87.9%, thus supporting 
the use of the PulseRider device.22 Notably, Aguilar- 
Salinas and colleagues systematically reviewed the use of 
PulseRider device in bifurcation aneurysms, across three 
studies conducted throughout Europe and the USA. A 
total of 63 aneurysms were treated and although it seems 
‘safe and probably effective’ for treating intracranial 
bifurcation aneurysms, a bigger sample size is needed 
to support this statement.23 More recently, Srinivasan et 
al24 reported early postmarket results across 13 centres in 
the USA for the treatment of 54 aneurysms. Both clinical 
and radiographic outcomes were comparable with early 
studies with technical success in 52 cases (96.2%), major 
complications in three cases and immediate Raymond I 
or II occlusion in 69.1%. Follow- up angiography at 3 or 
6 months was only available in 28 patients, and in these 
cases, observed Raymond I or II occlusion was 92.7%. 
Further long- term outcomes with the use of PulseRider 
device and additional experiences in off- label indications 
are still needed.

low-profile visualised Intraluminal support (lvIs) and lvIs Jr
The LVIS and LVIS Jr stents are hybrid braided and closed- 
cell nitinol stents approved for treating wide- neck aneu-
rysms by the FDA on 30 May 2018.25 The LVIS is delivered 
through a larger microcatheter (0.021″ inner diameter), 
while the LVIS Jr is delivered through a smaller micro-
catheter (0.017″ inner diameter).26 The use of a smaller 
microcatheter with LVIS Jr allows easier access to smaller 
vessels with a more tortuous path. In 2018, a multicentre 
retrospective analysis was conducted at seven medical 
centres (six in the USA and one in Croatia) to investi-
gate the technical and clinical outcome in LVIS Jr assisted 
coiling for the treatment of wide- neck aneurysms. The 
authors used the LVIS Jr in Y- stent configuration to treat 

30 wide- neck bifurcation aneurysms (24 unruptured) in 
30 patients. The use of LVIS Jr device resulted in imme-
diate complete obliteration of aneurysm in 26 patients 
out of 30 (89.6%). At a mean follow- up of 5.2 months, 
23 patients out of 26 (96%) had complete occlusion. 
This study supports the use of Y- stenting with the LVIS 
Jr device to assist in endovascular coiling of bifurcated, 
wide- neck cerebral aneurysms.27

Several other important studies evaluating the safety 
and effectiveness of the LVIS have since been published. 
A pivotal, prospective, multicentre trial for LVIS 
published its final results in 2019. The study enrolled 153 
patients with wide- neck cerebral aneurysms from 21 US 
institutions. Complete occlusion was observed in 79.1% 
(110/139) after 12 month angiography, while 90% or 
greater occlusion was observed in 95% (132/139). Adverse 
effects (stroke or death) was observed in 5.2% (8/153).28 
In a single- centre retrospective study comparing 229 
patients treated with three different types of stents, the 
authors found that a higher degree of complete occlu-
sion was observed for patients receiving LVIS and LVIS Jr 
devices (49/60, 81.7%), compared with those receiving 
the laser- cut open design stent and laser- cut closed design 
stent, during follow- up angiography at least 6 months after 
treatment; however, the authors do report that intrapro-
cedural complications were higher for patients in the 
LVIS group (7/69, 10.1%).29 A multicentre retrospective 
study with 659 patients published in 2019 shows a statisti-
cally significant difference (p=0.004) in complete occlu-
sion for 84% of patients receiving LVIS stent (251/299) 
compared with 78% of those receiving Neuroform stent 
(117/150) and 67% of those Enterprise stent (83/123). 
The complete occlusion was determined from follow- up 
angiography, occurring an average of 10.5 months after 
treatment.30

neuroform Atlas stent system
Neuroform Atlas Stent System is the newest vascular recon-
struction device, approved by the FDA on 16 May 2019 
(Stryker Neurovascular). It is a nitinol self- expanding 
stent redesigned from the previous Neuroform stent 
system by incorporating a hybrid closed cell and open cell 
design aimed to assist wide- neck aneurysm endovascular 
coiling. It is one of the most commonly used vascular 
reconstruction device (VRD) for stent- assisted coiling 
techniques with its ease of use through a smaller microca-
theter (0.017″ inner diameter) delivery. The Atlas Investi-
gational Device Exemption (IDE) Trial was conducted at 
eight US centres to investigate the usefulness of Neuro-
form Atlas Stent System. Data from 27 patients were avail-
able at 12- month follow- up and 92.6% (25/27) achieved 
complete occlusion. One patient suffered from stroke 
but recovered fully. The authors supported the use of the 
Neuroform Atlas Stent System in the treatment of cere-
bral aneurysms.31

In a prospective study of 55 bifurcation aneurysms, 
Ciccio et al32 employed a double- stent technique in Y 
and X configurations with the Neuroform Atlas stent. 
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The majority of cerebral aneurysms achieved complete 
occlusion (n=33; 60%), while the remaining ones had 
either incomplete occlusion (n=14; 25.4%) or neck 
remnant (n=8; 14.5%). Digital subtraction angiography 
(DSA) between 1 year and 3 years (mean=16 months) 
showed that follow- up data were available for 38 aneu-
rysms in which 87% (n=33) were completely occluded, 
5% (n=2) were incompletely occluded and 8% (n=3) had 
a neck remnant. The procedural complication rate was 
12.7%, which was considered high; therefore, the authors 
cautioned the use of double stent- assisted coiling.32

barrel vrd
The Barrel VRD (Medtronic/Covidien, Irvine, CA, 
USA) is a novel, fully retrievable, self- expanding, laser 
cut, nitinol stent designed as an adjunctive treatment 
for endovascular coiling of wide- neck bifurcation aneu-
rysms.33 The unique feature of the Barrel VRD is its bulged 
centre, which allows greater aneurysm neck coverage with 
a single implant, as opposed to a double stent implant. It 
is delivered through a 0.021- inch inner diameter micro-
catheter. Although it has received CE approval for use in 
Europe, the Barrel VRD has not obtained FDA approval 
for US market use.

In a prospective, multicentre trial, Gory et al33 enrolled 
20 patients with wide- neck bifurcation aneurysms, 19 
of which were ultimately treated with Barrel VRD as an 
adjunct to coil embolisation. At 12- month angiographic 
follow- up, 63% (12/19) of patients experienced complete 
occlusion, while 79% (15/19) with neck remnant or 
complete occlusion were considered successfully treated. 
The authors reported a 5.3% (1/19 patients) rate of 
neurological complication. In a later study, Kabbasch et 
al34 published a two- centre retrospective analysis of 21 
patients with wide- neck bifurcation aneurysms under-
going Barrel VRD stent- assisted endovascular coiling. The 
authors report that 90% (19/21) of patients experienced 
immediate complete occlusion. Of the patients available 
for short- term and midterm follow- up, 95% (19/20) 
experienced complete occlusion (median follow- up 282 
days, range: 17–591 days). Two patients experienced 
in- stent thrombus formation and one patient experienced 
in- stent stenosis; however, these complications were medi-
cally resolved. These results support a satisfactory safety 
profile.34 Despite the initial experiences, the Barrel VRD 
has not gained wide adoption.

Comaneci
On 7 May 2019, FDA approved the use of Comaneci device 
as a Temporary Coil Embolization Assist Device (Rapid 
Medical, Israel) to assist with coiling wide- neck aneurysms. 
The Comaneci device comes in three different sizes: (1) 
Comaneci is 32 mm in net length and expands to 4.5 mm 
in diameter; (2) Comaneci Petit is 24 mm in net length 
and expands to 3.5 mm; and (3) Comaneci 17 is 22 mm in 
net length and expands to 3.0 mm.35 Sirakov et al36 2018 
described their experience with Comaneci in treating 
ruptured wide- neck aneurysms. Complete occlusion was 

achieved in 86% (25/29) of the patients, and only one 
patient had possibly procedure- related complications, 
thus supporting the use of Comaneci in treating ruptured 
aneurysms. Additionally, Sirakov et al described the use 
of two Comaneci devices in a challenging case: a bifur-
cated, wide- necked and ruptured aneurysm located at the 
basilar artery. The use of two Comaneci devices allowed 
the endovascular coiling to be successfully deployed 
and stabilised inside the aneurysm. The patient had a 
full recovery and no neurological deficit. Based on the 
DSA at 3 and 12 months of follow- up, aneurysm recur-
rence was not observed, indicating that the aneurysm was 
obliterated, along with patent bilateral posterior cerebral 
arteries . This case report demonstrated the advantage 
and the potential of using multiple Comaneci devices 
to manage similar complex anatomical configuration.37 
Experience with the Comaneci devices remains few and 
limited at this time.

Cascade non-occlusive remodeling net
Cascade (Perflow Medical, Netanya, Israel) is a novel, 
retrievable, neck- bridging device designed to assist in 
coil embolisation of cerebral aneurysms. Cascade, like 
other neck- bridging devices, may serve as an alternative 
to balloon- assisted techniques, with the added advan-
tage of providing patency of the parent vessel during coil 
delivery, thus reducing risk of complications associated 
with ischaemia. Sirakov et al report an early 2019 clinical 
experience using Cascade with coil embolisation for treat-
ment for 12 ruptured wide- neck aneurysms. Complete 
occlusion was observed in 75% (9/12) patients, and no 
patients received antiplatelet therapy. No technical or 
clinical complications were observed during treatment; 
however, the study did not report follow- up data. The 
Cascade is similar to Comaneci (see section dedicated to 
Comaneci); however, Cascade is compatible with a smaller 
0.017 microcatheter better suited for more tortuous 
vessels. Cascade features denser net and deflected shape 
during expansion unlike Comaneci. Sirakov et al12 report 
less coil entanglement and better compliance with parent 
vessel during expansion with Cascade compared with 
Comaneci. The authors acknowledge several limitations 
of their study, such as the small sample size and lack of 
long- term follow- up. The higher rate of complications for 
patients undergoing endovascular coiling for wide- neck 
aneurysms remains an important issue, and early data for 
the use of the novel non- occlusive Cascade device appear 
promising and warrant further safety and efficacy studies.

The pCONus is a laser- cut, self- expanding, nitinol stent 
with a distal crown and four petals that are deployed into 
the aneurysm sac. It is compatible with 0.021- inch diam-
eter microcatheters. This device is currently approved 
for use in Europe but not in the USA by the FDA.38 39 
The distal portion of stent consists of six polyamide fibres 
that cross and provide additional support to the coil 
ball in the aneurysm. The proximal extra aneurysmal 
portion consists of segmental radiopaque markers made 
of platinum- iridium wire that is released into the parent 

 on M
ay 23, 2023 by guest. P

rotected by copyright.
http://svn.bm

j.com
/

S
troke V

asc N
eurol: first published as 10.1136/svn-2019-000303 on 15 M

arch 2020. D
ow

nloaded from
 

http://svn.bmj.com/


18 Campos JK, et al. Stroke & Vascular Neurology 2020;5:e000303. doi:10.1136/svn-2019-000303

Open access 

vessel to aid accurate positioning of the stent. In a recent 
meta- analysis and systematic review of 203 cerebral aneu-
rysms treated with pCONus devices, it was found that the 
technical success rate was 100%, technical complication 
rate was 0%, complete occlusion rate was 60%, retreat-
ment rate was 14%, morbidity rate was 7% and mortality 
rate was 0%.40

The second- generation device, pCONus 2, has two 
additional petals and a distal crown with a central spur. 
The design allows the crown to articulate providing addi-
tional flexibility, especially for aneurysms with high angu-
lation between parent vessel and aneurysm. Centrally, the 
pCONus 2 has greater metal coverage to decrease the 
risk of coil prolapse. An early clinical experience with 
pCONus 2 involving 12 patients in the anterior and poste-
rior circulations has been published. In this retrospec-
tive analysis, the authors report 92% (11/12) aneurysms 
with a modified RRC I (complete occlusion) and 8% 
(1/12) aneurysm with a modified RRC II after immediate 
angiography posttreatment. In angiographic follow- up 
(mean=4.6 months, range=3–6 months), adequate aneu-
rysm occlusion was observed in 83% (5/6) and aneurysm 
recanalisation in 17% (1/6). The use of pCONus 2 did 
not result in any haemorrhagic complications or death.39

The pCANvas is the third- generation device to its 
predecessors, pCONus 1 and pCONus 2, used to treat 
wide- neck intracranial aneurysms (Phenox, Bochum, 
Germany). This device is also only currently approved 
for use in Europe but not in the USA by the FDA. 
The pCANvas consists of a detachable, laser- cut, neck 
bridging stent shaft with a distal crown of petals covered 
in a biocompatible membrane that inhibits blood flow 
into the aneurysm and prevents coil displacement into 
parent artery. A novel feature of pCANvas is its four radio- 
opaque markers on the distal crown allowing accurate 
deployment at the aneurysm neck. Lylyk et al13 in 2019 
published the earliest clinical data on the use of pCANvas. 
In a retrospective analysis of prospectively collected data, 
the authors included 17 patients treated for intracra-
nial aneurysms with the pCANvas alone. The device was 
deployed without intraoperative complications. At early 
follow- up (median=6.1 months, range=3–10 months), 
five aneurysms were completely occluded (RRC I) and 
11 were completely filled (RRC III). Seven patients were 
retreated with endovascular coiling because the pCANvas 
device as a singular treatment failed to occlude the 
aneurysm. Fourteen patients were available for midterm 
follow- up (median=18.2 months, range=7–38 months): 
57% (8/14) aneurysms were completely occluded (RRC 
I), 21% (3/14) aneurysms were completely filled (RRC 
III) and 21% (3/14) aneurysms had neck remnants (RRC 
II). The authors conclude the pCANvas appears safe, and 
they recommend that the device be used as an adjunctive 
device to coiling.

eClIPs
The second- generation eCLIPS is a novel self- expanding, 
fully retrievable, nitinol, stent- like device with flow 

diverter properties and the successor to the original 
eCLIPS device first described in 2008. This device is 
only currently approved for use in Europe but not in 
the USA by the FDA. Unlike its predecessor, the second- 
generation eCLIPS is not balloon mounted and its non- 
circumferential design prevents jailing of branch or 
parent vessels. The device has a leaf segment that diverts 
blood flow away from the aneurysm and acts as a scaffold 
for neointimal hyperplasia to cover the aneurysm neck. 
An initial clinical experience with the second- generation 
eCLIPS was published in 2018, describing a multicentre 
analysis of 33 patients with bifurcation aneurysms, mostly 
at the basilar tip, receiving eCLIPS implantation. The 
device was successfully deployed in 76% (25/33) patients, 
and coils were added during device implantation in all 
but two patients. The authors attribute the unsuccessful 
deployments to the learning curve associated with the 
new device, as the device was successfully implanted in all 
patients included in the study following the first year of 
use. Regarding safety, the authors report two ischaemic 
complications and two asymptomatic thrombotic events. 
Eighty- one per cent (17/21) of patients demonstrated 
complete occlusion or residual neck at angiographic 
follow- up (mean=8 months, range=3–18 months). Of 
these 21 patients, 42.9% of patients had an improve-
ment in RRC grade at follow- up.41 The European eCLIPS 
Safety, Feasibility, and Efficacy study is an ongoing multi-
centre prospective study that should help determine the 
utility of eCLIPS for the treatment of cerebral bifurcation 
aneurysms ( ClinicalTrials. gov).

AdvAnCes In CoIl ProPerTIes
Following the invention of the original Guglielmi detach-
able bare platinum coils in 1990s, numerous coil prop-
erty modifications have been made to optimise various 
components of the system from improved detachment 
mechanisms, increasing coil lengths, softer coils and 
coatings to increase the aneurysmal thrombotic effect. A 
variety of coil shapes are available from two- dimensional 
helix to 360 or three- dimensional (3D) configurations.5 
Multiple manufactures now offer coil lines with varying 
degrees of stiffness, from frame building (eg, Target 
3D (Stryker Neurovascular or Micrusframe (Cerenovus, 
Irvine, CA, USA)), filling with soft to supersoft and 
finishing with nanos (eg, Target Nano (Stryker Neurovas-
cular), Axium EX (Medtronic Neurovascular), or Galaxy 
G3 Mini (Cerenovus). The addition of nano- type coils 
with the softest properties to date and increased conform-
ability offer the advantages of treating more challenging, 
smaller aneurysms or finishing small residual spaces 
towards the end of coiling procedures. To address larger 
aneurysms, larger coil diameters combined with signifi-
cantly increased coil lengths as long as 50–60 cm are now 
available (eg, Target XL (Stryker Neurovascular) and 
Penumbra Coil 400 (Penumbra, Alameda, California, 
USA)).
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Several coil lines offer coatings with polyglycolic/poly-
lactic acid (PGLA) microfilament (eg, Axium MicroFX 
(Medtronic Neurovascular), Cerecyte coil (Micrus Endo-
vascular) and Matrix detachable coil (Boston Scientific/
Target, Fremont, California, USA)). In 2015, the final 
results of the prospective and multicentre trial, Axium 
MicroFX for Endovascular Repair of IntraCranial Aneu-
rysm Study(AMERICA), was published. The authors 
reported a technical success rate of 99% and delayed 
adverse event rate of 2%. A percentage of 90.6 of aneu-
rysms were graded with complete occluded (RRC I) or 
residual neck (RRC II) at follow- up (mean=158 days, 
range 1–445 days).5 42 43

Alternative coating option is the platinum and hydro-
philic acrylic copolymer found in the second- generation 
Hydrogel family of coils (MicroVention).44 In Europe, the 
German- French Randomized Endovascular Aneurysm 
Trial (GREAT) showed that in a group of 484 patients 
(226 patients treated with hydrogel and 230 patients 
treated with bare platinum), 19.9% of patients treated 
with hydrogel had unfavourable outcomes such as aneu-
rysm recurrence, retreatment, mRS (modified Rankin 
Scale) of 3–5 and death as compared with 28.7% of 
patients treated with bare platinum. The authors recom-
mended the use of second- generation hydrogel coils.6 In 
the USA, a similar trial was conducted, called the New 
Generation Hydrogel Endovascular Aneurysm Treat-
ment (HEAT) Trial, which examined aneurysm recur-
rence within 18 months post- treatment between patients 
who were treated with the second- generation HydroCoil 
Embolic System (HES) and patients treated with the 
traditional platinum coils. In a total of 600 patients, 297 
were treated with HES (HydroCoil Embolic System) and 
303 were treated with platinum coils. The HES group had 
a significantly lower aneurysm recurrence rate of 4.4% 
than the platinum group of 15.4%, suggesting the use of 
the second- generation hydrogel coils over platinum coils 
in the treatment of cerebral aneurysms.44

oTHer CoIlIng TeCHnIque InnovATIons
3d printed vascular models
3D printing of artificial vascular models for pretreat-
ment simulation holds promise for guiding the treat-
ment of intracranial aneurysms, particularly those that 
are more challenging to treat. These silicone vascular 
replicas can be made for less than US$2 and in 24 hours 
using a desktop 3D printer costing approximately $1300. 
Data from CT, magnetic resonance angiography or rota-
tional angiography can be used to generate a printable 
vascular model tailored to a patient’s unique anatomy, 
then further processed with the addition of a liquid 
silicon coat, smoothing out of the artificial vessels, and 
attachment to peristaltic pump to allow simulation with 
endovascular devices.45 In a case report involving two 
patients, Kaneko et al46 designed and printed patient- 
specific hollow vascular models to determine the optimal 
endovascular treatment for more challenging to treat 

aneurysms. The first case was a wide- neck A3 aneurysm, 
pretreatment simulation led the authors to use the 
Neuroform ATLAS stent over the LVIS Jr stent based on 
degree of stent herniation into the aneurysmal sac. The 
second case was a wide- neck basilar- superior cerebellar 
artery aneurysm where Neuroform ATLAS was chosen 
over LVIS Jr based on superior coil embolidation stability 
using Neuroform Atlas during pretreatment simulation. 
In this small number of patients, simulation accurately 
predicted the outcome of the procedure and aided in 
deciding which stent would likely be more effective for 
each specific patient based on degree of side branch 
protection, coil embolisation stability and degree of stent 
expansion. The authors note a few limitations in their 
study, namely the challenge in replicating vascular elas-
ticity in their printed silicon vascular models, which are 
more fixed and inelastic compared with human vessels. 
Nonetheless, these results are promising and additional 
studies with a greater sample size appear to be warranted 
to assess the utility of using personalised 3D- printed 
vascular models for preprocedural simulation of endovas-
cular coiling.

ConClusIons
Endovascular coiling techniques have continued to 
evolve since the initial invention of Guglielmi detachable 
coils in the 1990s. Advancements in vascular reconstruc-
tion intracranial stents now provide low profile alterna-
tives with delivery via small 0.017- inch microcatheters. 
Improvements in balloon microcatheters now provide 
super compliant comformable balloons designed for 
treatment of wide- neck aneurysms with dual lumen capa-
bilities and improved navigation via 0.014- inch microw-
ires. More recently, novel stent- like temporary bridging 
devices and alternative stents with semiflow diverting 
properties also aim to broaden the efficacy of coiling 
techniques. It remains to be seen how use of coiling and 
adjunctive devices will change with greater adoption 
of the flow modulation braided devices such as WEB 
(Woven EndoBridge device; MicroVention). Finally, use 
of 3D- printed vascular simulation flow models are gaining 
popularity for preprocedure planning to assist with appro-
priate device selection and sizing. The endovascular field 
continues to evolve and advance with innovative devices 
further raising the bar for the safety and efficacy of cere-
bral aneurysm treatments.
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