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ABSTRACT
Objectives The aim of this study was to compare 
complications and outcomes between intracranial 
aneurysms treated with the Pipeline embolisation device 
(PED) alone or with PED combined with coiling for 
different- sized aneurysms.
Method Patients with aneurysms treated by PED were 
collected from the PED in China postmarket multicentre 
registry study. We performed a propensity match analysis 
to compare the efficacy and safety between PED alone and 
PED combined with coiling treatment, and then aneurysms 
were organised into three groups based on their size: small 
(≤7 mm), medium (≤15 mm to >7 mm) and large/giant 
(>15 mm). Complications and aneurysm occlusion rates in 
the aneurysm size groups were compared between PED 
alone and PED combined with coiling patients.
Result A total of 1171 patients with 1322 aneurysms 
were included. All patients received clinical follow- up, 
while angiographic follow- up was available in 967 
aneurysms. For small aneurysms, there was no difference 
in the aneurysm occlusion rate between two groups 
(79.1% vs 88.4%, respectively), while there was a 
significant increase in the ischaemic complication rate 
(8.3% vs 19.3%, respectively, p=0.0001). For medium 
and large/giant saccular aneurysms, PED combined with 
coiling significantly improved the occlusion rate (medium 
aneurysms: 74.7% vs 88.8%, respectively, p<0.0001; 
large/giant saccular aneurysms: 72.9% vs 86.9%, 
respectively, p=0.018), while there were no differences in 
the total complication rate. For large/giant non- saccular 
aneurysms, two groups showed no differences.
Conclusion Use of the PED with adjunctive coils can 
significantly improve the occlusion rate of medium 
aneurysms, without increasing the total complication rate.

INTRODUCTION
The use of flow diverters for treatment of 
intracranial aneurysms can provide effective 
clinical outcomes.1 2 The Pipeline embolisa-
tion device (PED; Medtronic, Minneapolis, 
Minnesota, USA) is a widely used flow diverter 
that is safe and effective.3 4 Haemodynam-
ically, the PED diverts blood flow away from 
the aneurysm, which eventually causes aneu-
rysmal thrombosis and occlusion.5 Although 

the PED was designed as a stand- alone treat-
ment, many practitioners prefer to use the 
PED in combination with coil embolisation, 
particularly for treatment of complex and 
giant aneurysms. Based on haemodynamic 
simulation studies, the addition of coils 
should reduce both the cavity flow velocity 
and the wall shear stress, promoting throm-
bosis formation and aneurysm occlusion.6 
In turn, this should increase the aneurysm 
occlusion rate and decrease the recurrence 
compared with the PED alone. However, 
procedure- related complications, particularly 
ischaemic ones, are more common.7 8

To help improve clinical outcomes, we 
reviewed our postmarket, multicentre, retro-
spective register study of embolisation of intra-
cranial aneurysms with PED in China (PLUS ( 
ClinicalTrials. gov identifier: NCT03831672)). 
The PLUS study was a panoramic, consecutive, 

Key messages

What is already known on this topic
 ► The treatment of flow diverters combined with coils 
could improve the intracanal aneurysms occlusion 
rate, meanwhile increase the total complication rate, 
particular in ischaemic complications.

What this study adds
 ► This study first found that the outcomes of PED 
combined with coils varied in different size and 
morphology aneurysm groups. For small aneurysms, 
PED combined coils did not increase the occlusion 
rate, while increase the ischaemic complication rate, 
and for medium and large saccular aneurysms, PED 
combined with coils improve the occlusion rate with-
out increasing the complication rate.

How this study might affect research, practice or 
policy

 ► The medium and large saccular aneurysms are more 
suitable for PED combined with coils in the endovas-
cular treatment.
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real- world cohort study designed to assess the safety and 
effectiveness of the PED for embolisation of intracranial 
aneurysms in the Chinese population.9 Specifically, we 
compared the aneurysm occlusion rates and complica-
tions between patients treated with the PED alone and 
those treated with the PED combined with coil embolisa-
tion to determine the optimal treatment for aneurysms.

MATERIALS AND METHODS
This study was a subanalysis of the PLUS registry data 
obtained from a multicentre, observational, interna-
tional registry of patients treated with a PED. Institutional 
review boards at each participating centre provided study 
approval. Patients lacking initial three- dimensional angi-
ographic imaging data and those with parent vessel occlu-
sion were excluded. Patient demographics, treatment 
history, comorbidities, aneurysm features (type, location 
and size), procedural details, complications, and clin-
ical and angiographic outcomes were recorded. Patients 
were grouped and analysed according to treatment (PED 
alone or PED combined with coiling) and were further 
subgrouped and analysed based on the aneurysm size.

Outcomes
Clinical follow- up was conducted at 3, 6, 12, 24 and 36 
months. Angiographic follow- up was performed at 3–6 
months after treatment. Completely occluded aneu-
rysms were then followed up annually, while incompletely 
occluded aneurysms were followed angiographically 
for at least 24 months. Aneurysm occlusion was graded 
according to the O’Kelly–Marotta scale10; grade D was 
defined as complete occlusion and grades A, B and C were 
defined as incomplete occlusion. Neurological symptoms, 
complications and events were recorded. Cerebral vasos-
pasm, vascular dissection, in- stent thrombosis on angiog-
raphy and new cerebral infarction on MRI were defined 
as ischaemic complications. Delayed aneurysmal rupture 
and distal intraparenchymal haemorrhage on imaging 
were defined as haemorrhagic complications. Functional 
outcomes were assessed using the modified Rankin scale 
(mRS) at last follow- up. Radiographic results were evalu-
ated by a review committee composed of a neurointerven-
tionist, radiologist and neurosurgeon.

Procedure details
Treatment decisions (PED alone or PED combined with 
coiling) were made by the operator. In general, the PED 
with coiling was considered in the following situations: 
(A) a considerable risk of PED shortening and displace-
ment after release, (B) a high aneurysmal rupture risk (eg, 
an irregular aneurysm with a daughter sac or a history of 
sentinel headache) and (C) presentation with subarach-
noid haemorrhage following aneurysm rupture (coiling 
in this context can prevent rehaemorrhage, ensure long- 
term occlusion and avoid future recurrence).11 Patients 
received dual antiplatelet therapy before and after the 
procedure. Before the procedure, aspirin (100 mg daily) 
and clopidogrel (75 mg daily) were administered for at 

least 5 days—doses were adjusted accordingly based on 
platelet function testing. After the procedure, dual anti-
platelet therapy was continued for at least 6 months, 
followed by use of aspirin alone indefinitely.

All embolisation procedures were performed under 
general anaesthesia and fully procedural heparinisation. 
We used triaxial support system to access the aneurysm. 
The PED device was delivered to the parent artery defect 
and deployed to cover aneurysmal neck by Marksman 
microcatheter (Medtronic, Irvine, California, USA). 
Several endovascular techniques (included use of wires, 
catheters or balloon angioplasty) would be performed if 
the device was inadequately expanded. Then coils were 
subsequently deployed through the previously positioned 
second microcatheter in aneurysm sac if the operators 
thought the aneurysm were needed adjunctive coiling.

Statistical analyses
Statistical analyses were performed using RStudio soft-
ware. Categorical variables are reported as proportions. 
The data are presented as the mean and range for contin-
uous variables and as frequencies for categorical variables. 
The analysis was carried out using independent samples 
t- test (continuous variables) and χ2 tests (categorical vari-
ables) in table 1, and χ2 tests were used in tables 2 and 
3. Preliminary logistic regression was then performed 
to control for patient age, sex, smoking, aneurysm loca-
tion, morphology, and maximal diameter, and follow- up 
duration. Patients were matched by calculated propensity 
scores using the nearest neighbour method. Matching of 
the calliper of the propensity score was defined by the 
precision accuracy (0.1). P values of <0.05 were statisti-
cally significant.

RESULTS
Baseline patient and aneurysm characteristics
From November 2014 to October 2019, a total of 1171 
patients with 1322 aneurysms were treated using the PED. 
Patient demographics and clinical characteristics are 
summarised in online supplemental table 1. Aneurysm 
characteristics are shown in online supplemental table 2.

Procedures
Procedures, procedure- related complications and clin-
ical outcomes are summarised in online supplemental 
table 3. The PED Classic and the PED Flex were used 
in similar proportions (596/1319 aneurysms (45.2%) vs 
723/1319 aneurysms (54.8%), respectively). Of the 1322 
treated aneurysms, 685 (51.8%) were treated using the 
PED alone and 637 (48.2%) were treated using the PED 
combined with coiling. PED placement was successful in 
1241/1319 aneurysms (94.1%). Of the remaining aneu-
rysms, 68 (5.1%) were placed successfully after adjust-
ment and 10 (0.8%) failed to deploy. In total, 1319 PEDs 
were implanted in patients, and one patient harbouring 
multiple aneurysms treated with single PED in 178 
patients, and multiple PEDs treated with an aneurysm in 
75 patients. On average, 1.13 PEDs were used per patient. 
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Table 1 Comparison of the PED alone and PED combined with coiling groups before propensity score matching in the 967 
aneurysms with angiographic follow- up

Variable PED alone PED combining coils P value

No. of aneurysms (%) 496 471

Age (years) 14–82 3–78

Mean (SD) 53.06 (±11.11) 54.30 (±11.36) 0.084

Female 330 (66.5) 368 (78.1) <0.001

Comorbidities

Hypertension 150 (30.2) 168 (35.7) 0.073

Diabetes 19 (3.8) 27 (5.7) 0.165

Hyperlipidaemia 21 (4.2) 14 (3.0) 0.305

Coronary heart disease 28 (5.6） 22 (4.7） 0.494

Alcohol abuse 68 (13.7） 46 (9.8） 0.057

Smoking 140 (28.2） 102 (21.7） 0.018

Aneurysm presentation 0.006

Incidental 262 (52.8) 202 (42.9) 0.002

Symptomatic 217 (43.8) 254 (53.9) 0.002

Ruptured (history of SAH) 17 (3.4) 15 (3.2) 0.833

Pretreatment mRS 0.807

  ≤2 455 (91.7) 430 (91.3)

  >2 41 (8.3) 41 (8.7)

Multiple aneurysms 159 (32.1) 133 (28.2) 0.196

Ruptured aneurysms 17 (3.4) 15 (3.2) 0.833

Morphology <0.001

Saccular 379 (76.4) 430 (91.8) <0.001

Fusiform 58 (11.7) 24 (4.8) 0.001

Dissecting 47 (9.5) 11 (2.2) <0.001

Blister 12 (2.4) 6 (1.2) 0.188

Maximal diameter in mm (mean） 9.99 (±7.57) 15.13 (±8.08) <0.001

  ≤7 mm 230 (46.4) 86 (18.3) <0.001

  7–15 mm 168 (33.9) 197 (41.8) 0.011

  >15 mm 98 (19.7) 188 (39.9) <0.001

Location <0.001

Carotid artery 376 (75.8) 419 (89.6) <0.001

Distal circle of Willis 25 (5.1) 14 (3.0) 0.102

Vertebral artery 82 (16.5) 24 (5.0) <0.001

Basilar artery and other posterior circulation 13 (2.6) 14 (3.0) 0.740

PED model 0.116

PED Classic 213 (42.9%） 226 (48.0%）
PED Flex 283 (57.1) 245 (52.0)

Time to last follow- up imaging (mean) 9.05 (±6.53) 9.01 (±7.59) 0.574

Complete occlusion at last follow- up 382 (77.0) 407 (86.4) <0.001

mRS score at last follow- up 0.554

  ≤2 458 (92.3) 430 (91.3)

  >2 38 (7.7) 41 (8.7)

Complications

Ischaemic complications 27 (5.4) 58 (12.1) <0.001

Continued
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Collateral arteries were covered in 927/1322 aneurysms 
(70.1%). In the 707 patients with angiographic follow- up 
results, 627/927 aneurysms (67.6%) were patent, 54/927 
(5.9%) were stenotic and 26/927 (2.8%) were occluded. 
The parent artery stenosis and occlusion rates were 
93/1322 (7.0%) and 18/1322 (1.4%), respectively.

Complication and clinical outcome data
Any clinical complications were documented for all 
patients. The PED combined with coiling group had a 
significantly higher rate of total complications (14.1% vs 
9.1%, respectively, p<0.004), which included ischaemic 
and haemodynamic complications. At last clinical 
follow- up, the mRS score was ≤2 in 91.0% of patients 
in the PED alone group and 90.4% of patients in the 
PED combined with coiling group (p=0.577). Imaging 
follow- up data were available for 967 aneurysms (73.1%), 
with a mean follow- up period of 9.0±7.5 months. Of 
these aneurysms, complete occlusion was achieved in 789 
(81.6%), while there was no recurrence. Four hundred 
and ninety- six of these aneurysms were treated with the 
PED alone and 471 were treated with the PED combined 
with coiling. The mean maximal aneurysm diameter was 
significantly larger in the PED combined with coiling 
group compared with the PED alone group (15.13 mm 
vs 9.99 mm, respectively, p<0.001). Furthermore, the 
complete occlusion rate was significantly higher in the 
PED combined with coiling group compared with the 
PED alone group (90.9% vs 74.9%, respectively, p<0.001).

Eighty- five patients (7.3%) experienced a symptomatic 
ischaemic complication—74 in the perioperative period 
(44 with cerebral infarction, 30 with transient ischaemic 
attack or minor stroke) and 11 in the follow- up period 
(seven with cerebral infarction, four with transient isch-
aemic attack or minor stroke). Forty- seven patients 
(4.0%) experienced a haemorrhagic complication—46 
in the perioperative period (23 with delayed aneurysmal 
rupture, 23 with distal intraparenchymal haemorrhage) 
and one delayed aneurysmal rupture in the follow- up 
period. The symptomatic mass effect occurred after treat-
ment in 51 patients (4.4%). Eighteen patients died—five 
from cerebral haemorrhage, six from acute cerebral 
infarction and seven from other complications. The 
detailed information was showed in table 1.

Comparison of the PED alone and the PED combined with 
coiling groups after propensity score matching
Propensity score matching (1:1) to control for age, sex, 
smoking, aneurysm location and maximal diameter, 
and follow- up duration resulted in 304 matched pairs. 
In the propensity score- matched analysis, there were 
no differences between patients in terms of sex, age or 
smoking between the PED alone and the PED combined 
with coiling groups. Furthermore, the two groups had 
a similar mean follow- up (9.0 vs 8.6 months, respec-
tively), mean maximal aneurysm diameter (11.8 mm vs 
13.5 mm, respectively, p=0.387) and aneurysm location 
and morphology.

Variable PED alone PED combining coils P value

Haemorrhagic complications 22 (4.5) 24 (5.1) 0.681

DAR 12 (2.4) 11 (2.3) 0.932

DIPH 10 (2.0) 13 (2.8) 0.448

Compression symptoms 20 (4.0) 31 (6.6) 0.076

Mortality 9 (1.8) 9 (1.9) 0.912

Bold values: p value <0.05.
n (%); p value: χ2 test.
Median (IQR); p value: t- test.
DAR, delayed aneurysm rupture; DIPH, distal intraparenchymal haemorrhage; mRS, modified Rankin scale; PED, Pipeline embolisation 
device; SAH, subarachnoid haemorrhage.

Table 1 Continued

Table 2 The relation between size and complete occlusion (aneurysms number=967)

Aneurysm size Total PED alone PED coils P value

≤7 mm 258/316 (81.6) 182/230 (79.1) 76/86 (88.4) 0.059

≤15 mm to >7 mm 300/365 (82.2) 125/168 (74.7) 175/197 (88.8) <0.0001

>15 mm 231/286 (83.7) 75/98 (76.5) 156/188 (83.0) 0.189

>15 mm (saccular) 162/196 (82.7) 43/59 (72.9) 119/137 (86.9) 0.018

>15 mm (non- saccular) 69/90 (76.7) 32/39 (82.1) 37/51 (72.5) 0.291

Bold values: p value <0.05.
n (%); p value: χ2 test.
A total of 858 patients with 967 aneurysms underwent angiography follow- up.
PED, Pipeline embolisation device.
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The complete occlusion rate was significantly higher in 
the PED combined with coiling group compared with the 
PED alone group (89.5% vs 75%, respectively, p<0.001). 
However, the ischaemic complication rate was also signifi-
cantly higher in the PED combined with coiling group 
(11.2% vs 5.9%, respectively, p=0.03). There were no 
differences in the proportion of patients who experi-
enced other complications, death and an mRS score ≤2 at 
the last clinical follow- up between the two groups (online 
supplemental table 4).

Comparison of the PED alone and the PED combined with 
coiling groups for different aneurysm sizes
Aneurysms were organised into three separate groups 
based on their sizes—small (≤7 mm), medium (≤15 mm 
to >7 mm) and large/giant (>15 mm) aneurysms. With 
respect to complete aneurysm embolisation, there was 
a similar occlusion rate between the PED alone and 
the PED combined with coiling groups for small aneu-
rysms (79.1% vs 88.4%, respectively, p=0.059), a higher 
occlusion rate in the PED combined with coiling group 
for medium aneurysms (74.7% vs 88.8%, respectively, 
p<0.001) and a similar complete occlusion rate between 
the groups for large/giant aneurysms. By further 
subgrouping the large/giant aneurysms by aneurysm 
morphology, we found that saccular aneurysms had a 
higher occlusion rate in the PED combined with coiling 
group compared with the PED alone group (86.9% vs 
72.9%, respectively, p=0.018). Overall, the complete 
occlusion rate was highest in medium aneurysms treated 
with the PED combined with coiling, while the complete 
occlusion rate was lowest in the large/giant aneurysms 
treated with the PED alone.

For the aneurysm total complications (including isch-
aemic and haemorrhage complications), there was a 
higher complication rate in the PED combined with 
coiling group compared with the PED alone group for 
small aneurysms (19.3% vs 8.3%, respectively, p=0.0001), 
but similar total complication rates between the two 
groups for medium and large/giant aneurysms. Detailed 
information is shown in tables 2 and 3.

DISCUSSION
The PED is widely accepted for treatment of intracra-
nial aneurysms and its efficacy and safety are well estab-
lished.3 12 13 However, numerous studies have reported 
that the PED has a low long- term occlusion rate for certain 
types of aneurysms.14–16 Although the PED combined with 
coiling was developed to treat aneurysms with an irreg-
ular morphology and a high rupture risk, the efficacy 
and safety of this approach remains unclear. To exclude 
confounding factors, the present study compared patients 
treated with the PED alone or with the PED combined 
with coil embolisation using propensity score matching 
to control for age, sex, smoking, aneurysm location, size, 
morphology and follow- up duration. After propensity 
match analysis, our data yielded complex results that 
put us into a difficult position; although the rates of 
complete embolization were significantly higher in the 
PED combined with coiling group, there was a significant 
increase in total complications. There are many consid-
erations when using adjunctive coils, including their size, 
neck width, morphology and location, the aneurysm 
size is considered most important for clinical outcomes. 
Thus, we also performed a subanalysis based on aneurysm 
size (small, medium and large/giant aneurysm groups). 
For large/giant aneurysms, many studies have reported 
the benefits of flow diverter adjunctive coils, including 
improved aneurysm occlusion without any marked 
increase in aneurysm complications.17 18 However, the 
outcomes with use of adjunctive coils for medium aneu-
rysms have not been reported. Importantly, in the present 
study, PED combined with coiling significantly improved 
the occlusion rate of medium aneurysms, without 
increasing the total complications, compared with the 
PED alone.

Occlusion rates for different aneurysm sizes
The PED was initially developed for treatment of wide- 
necked complicated and giant aneurysms. Nevertheless, 
in a study of 100 consecutive patients treated with the PED 
for small aneurysms (mean aneurysm size of 5.2 mm), with 
only two aneurysms treated with adjunctive coils, 85% of 
patients achieved complete or near- complete embolisa-
tion at the final angiographic follow- up.19 Furthermore, 

Table 3 The relation between size and total complication (ischaemic and haemorrhage complication) (aneurysms 
number=1322)

Aneurysm size Total PED PED coils P value

≤7 mm 48/436 (11.0) 27/327 (8.3) 21/109 (19.3) 0.0001

≤15 mm to >7 mm 49/470 (10.4) 19/227 (8.4) 30/243 (12.3) 0.174

>15 mm 55/416 (13.2) 16/129 (12.4) 39/287 (13.6) 0.741

>15 mm (saccular) 40/293 (16.7) 12/71 (16.9) 28/222 (12.6) 0.360

>15 mm (non- saccular) 15/122 (12.3) 4/58 (6.9) 11/64 (17.2) 0.084

Bold values: p value <0.05.
n (%); p value: χ2 test.
PED, Pipeline embolisation device.
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in a prospective study on embolisation of intracranial 
aneurysms with the pipeline device study of 141 small 
aneurysms (mean aneurysms size of 5.0 mm), with only 
five aneurysms treated with adjunctive coils, 106/138 
patients (76.8%) achieved complete embolisation at 
1 year.4 We found similar outcomes in the present study, 
with 183/230 small aneurysms treated with the PED alone 
showing complete embolisation at final angiographic 
follow- up and 76/86 small aneurysms treated with the 
PED and adjunctive coils showing complete embolization 
(there were no differences in the aneurysmal occlusion 
rates between the two groups).

Many studies have reported similar findings for large/
giant saccular aneurysms. For example, in a study of 44 large/
giant carotid aneurysms, complete occlusion was observed in 
16/26 patients (61.5%) treated with the PED alone and in 
16/18 patients (88.9%) treated with the PED combined with 
coiling.17 Furthermore, in a study examining the midterm 
and long- term follow- up of larger cerebral aneurysms 
(maximum diameter >15 mm) treated with flow diverter 
devices only (14 aneurysms) or with flow diverter devices 
and coils (104 aneurysms) and of small aneurysms treated 
with a flow diverter only, there were no differences in the 
complete aneurysm occlusion or subocclusion rates between 
the groups at final angiography.20 Comparable results were 
obtained for large/giant saccular aneurysms in the present 
study, with higher complete or near- complete occlusion rates 
in the PED combined with coiling group compared with the 
PED alone. We also found that the majority of the large/
giant non- saccular aneurysms were dissecting or fusiform 
aneurysms and were located in the posterior circulation. 
A meta- analysis of 40 giant non- saccular aneurysms treated 
using the PED reported a long- term complete occlusion rate 
of only 28% (95% CI 8% to 53%).21 We found similar occlu-
sion rates for non- saccular large/giant aneurysms between 
the PED alone and the PED combined with coiling groups.

Few studies have compared the efficacy of the PED alone 
with the PED combined with coiling for medium aneurysms. 
A meta- analysis of 2614 patients with small and medium intra-
cranial aneurysms reported a 12- month complete occlusion 
rate of 74.6% (95% CI 66.8% to 81.7%).22 In the present 
study, medium aneurysms had a higher complete occlu-
sion rate when treated with the PED combined with coiling 
compared with the PED alone. Furthermore, medium aneu-
rysms showed the highest occlusion rate of the different 
aneurysm size groups. Although the reason for this is likely 
multifactorial, the relatively smaller size of these aneurysms 
compared with the large aneurysms may reduce the intra- 
aneurysmal flow impact, resulting in quicker thrombus 
formation and a shorter occlusion time. Thus, addition of 
the coils eventually results in high occlusion rates in the 
medium aneurysms.

Complications associated with the different aneurysm sizes
In 100 consecutive patients with small aneurysms treated 
with the PED, Chalouhi et al19 reported symptomatic 
procedure- related complications in only three patients, 
with all patients achieving a favourable outcome (mRS 

score 0–2) at the latest follow- up. Similarly, in the 
prospective study on embolisation of intracranial aneu-
rysms with the pipeline device (PREMIER) study, the 
majority of patients exhibited a good prognosis, with only 
three patients exhibiting a major stroke and one patient 
with a delayed intracerebral haemorrhage.4 However, our 
study found that the PED combined with coiling had a 
higher major stroke rate, especially of ischaemic stroke, 
compared with the PED alone. This may be because 
previous studies had a lower proportion of small aneu-
rysms treated with the PED combined with coiling than 
in our study (27.2%), which resulted in a lower compli-
cation rate. Besides, as the basic volume is too small for 
implanting adjunctive coils, dense packing can compress 
the parent artery and reduce blood flow, thus increasing 
the risk of ischaemic stroke. In a study of 44 large/giant 
saccular aneurysms, Peschillo et al17 reported similar 
complication rates between treatment with the PED alone 
or the PED combined with coiling. Similarly, we found 
no increase in the total complication rate following treat-
ment with the PED combined with coiling. As previous 
study presented, larger or giant non- saccular aneurysms 
showed a higher thromboembolic complications rate and 
the mortality than the small non- saccular aneurysms.21 23 
In our study, we found that the complications were similar 
between larger or giant non- saccular aneurysms and 
small aneurysms, and for the middle aneurysm, our study 
found the adjunctive coils not escalate the aneurysms 
complication.

Treatment modality strategy for different sizes of aneurysms
For small aneurysms, we found that use of the PED 
combined with coiling did not improve the total occlu-
sion rate and actually increased the ischaemic stroke rate, 
which suggests that addition of coils may not be useful. 
However, for large saccular aneurysms the addition of 
coils improved the complete occlusion rate without an 
increase in ischaemic complications. While for large/
giant non- saccular aneurysms, PED combined with coils 
did not affect the angiographic occlusion and clinical 
outcomes. Hence, for large/giant non- saccular aneu-
rysms, other factors9 (such as: stent adherence, incorpo-
rated branch vessel, fusiform morphology or presence of 
a preexisting laser- cut stent) should be fully considered to 
use of adjunctive coils.

There are also limited studies assessing the use of 
adjunctive coils for medium aneurysms, and our data 
suggest that they can significantly improve the aneurysm 
occlusion rate without increasing the total complica-
tion rate compared with the PED alone. Thus, the PED 
combined with coiling may be a more effective strategy 
for treatment of medium aneurysms.

Strengths and limitations
The main strengths of this study are its large sample size, 
real- world cohort design and use of propensity score 
matching and size subgroup analysis. Potential limita-
tions include the retrospective design and incomplete 
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angiographic follow- up data. Additionally, the short 
follow- up period and incomplete platelet function testing 
may have affected the complication and occlusion rates. 
We are currently planning a prospective study to compare 
the outcomes of the PED alone or the PED combined 
with coiling for use in medium aneurysms.

CONCLUSION
PED adjunctive coils can significantly improve the occlu-
sion rate of medium aneurysms without increasing the 
total complication rate. Further prospective studies are 
required to confirm these findings.
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Supplement Table 1. Patient demographics and clinical characteristics 

 

Number of patients n = 1171 

Gender  

Male 358/1171(30.4%) 

Female 813/1171(69.6%) 

Age (year mean) 53.9±11.4 

Co-morbidities  

Hypertension 397/1171(33.9%) 

Diabetes 63/1171(5.4%) 

Hyperlipidemia 42/1171(3.6%) 

Coronary heart disease 67/1171(5.7%) 

Alcohol abuse 144/1171(12.3%) 

Smoking 308/1171(26.3%) 

Aneurysm Presentation  

Incidental 425/1171(36.3%) 

Symptomatic 704/1171(60.1%) 

Ruptured (history of SAH) 42/1171(3.2%) 

Pretreatment mRS  

≤2 1060/1171(90.5%) 

＞2 111/1171(9.5%) 

Blood thinners  

Pre-PED implant dual-antiplatelet 

therapy >3 days 

915/1171 (78.1%) 

Post-PED implant dual-antiplatelet 

therapy >6 months 

676/1171 (57.7%) 

mRS score at follow-up  

≤2 1111/1171(94.9%) 

＞2 60/1171(5.1%) 

Abbreviations: PED: Pipeline embolization device embolization  

SAH: Subarachnoid hemorrhage 

 

Supplement Table 2. Aneurysm characteristics 

 

Number of treated aneurysms n= 1322 

Morphology  

Saccular 1099/1322 (83.1%) 

Fusiform 109/1322 (8.2%) 

Dissecting 83/1322 (6.3%) 

Blister 31/1322 (2.3%) 

Maximal diameter in mm 12.79±8.75 

≤7mm 436/1322 (33.0%) 

7-15mm 470/1322 (45.6%) 
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>15mm 416/1322 (31.4%) 

Aneurysm location  

Carotid artery 1105/1322 (83.6%) 

Distal Circle of Willis 48/1322 (3.6%) 

Vertebral artery 133/1322 (10.1%) 

Basilar artery and other posterior 

circulation  

36/1322 (2.7%) 

Previous treatment 33/1322 (2.5%) 

Coiling 11/33 (33.3%) 

Stent assistant coiling 22/33 (66.7%) 

Clipping 2/33 (6.1%) 

 

Supplement Table 3. Procedure details, complications, and outcomes 

 

Procedure details n = 1322 

Treatment modality  

PED alone 685/1322 (51.8%) 

PED adjunctive coiling 637/1322 (48.2%) 

Loose packing 504/637 (79.1%) 

Dense packing 133/637 (20.9%) 

  

PED Model  

PED Classic 596/1319 (45.2%) 

PED Flex 723/1319 (54.8%) 

  

Multiple aneurysms treated with one PED 178/1322 (13.5%) 

Patients with multiple PED 75/1322 (5.7%) 

Device deployment to target site  

Successful 1241/1319 (94.1%) 

Successful after adjustment 68/1319 (5.1%) 

Failed 10/1319 (0.8%) 

Number of covered collateral arteries 927/1322 (70.1%) 

Status of covered collateral arteries  

Patency 627/927 (67.6%) 

Stenosis 54/927 (5.9%) 

Occlusion 26/927 (2.8%) 

Parent artery status  

Patency 1211/1322 (91.6%) 

Stenosis 93/1322 (7.0%) 

Occlusion 18/1322 (1.4%) 

Last radiographic follow-up time, months 

(mean; IQR) (exclude the perioperative 

death) 

8.96±7.50 
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Imaging follow-up 967/1322(73.1%) 

Occluded or near completely occluded (90-

100%) 

789(81.6%) 

Incompletely occluded (<90%) 178(18.4%) 

Recurrence 0 

Thromboembolic complications 85/1171(7.3%) 

Perioperative period 74/85(87.1%) 

Cerebral infarction 44/74(59.5%) 

TIA/minor stroke 30/74(40.5%) 

Follow-up period 11/85(12.9%) 

Cerebral infarction 7/11(63.6%) 

TIA/minor stroke 4/11(36.4%) 

Hemorrhagic complications 47/1171 (4.0%) 

perioperative period 46/47 (97.9%) 

DAR 23/46(50%) 

DIPH 23/46(50%) 

Follow-up period 1/47(2.1%) 

DAR 1/1(100%) 

DIPH 0 

Other Procedure and medication related 

complications 

 

Neurological compressive symptoms 51/1171（4.4%） 

Death 18/1171（1.5%） 

perioperative period 15/18（83.3%） 

follow-up 3/18（16.7%） 

Abbreviations: PED: Pipeline embolization device embolization  

DAR: Delayed aneurysm rupture 

DICH: Distal intraparenchymal hemorrhage 

TIA: Transient ischemic attack 

 

Supplement Table 4. Comparison of the PED alone and PED combined with coiling groups 

after 1:1 propensity score matching 

 

Variable     

No. of aneurysms (%) 304 304  

Age (years)    

Mean (SD) 53.24(±11.73) 52.79(±12.07) 0.714 

Female  225 (74.0%) 233 (72.4%) 0.714 

Co-morbidities    

Hypertension 97(31.9%) 96 (31.2%) 1 

Diabetes 10(3.3%) 19(6.2%) 0.128 

Hyperlipidemia 8(2.6%) 7(2.3%) 0.811 

Coronary heart disease 13(4.3%) 12(3.9%) 1 
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Alcohol abuse 36(11.8%) 39(12.8%) 0.835 

Smoking 68(22.4%) 66(25.0%) 0.504 

Aneurysm Presentation   0.208 

Incidental 150（49.3%） 131（43.1%） 0.143 

Symptomatic 140（46.1%） 162（53.3%） 0.088 

Ruptured (history of SAH) 14（4.6%） 11（3.6%） 0.684 

Pretreatment mRS   1 

≤2 296(90.4%) 280(89.1)  

＞2 36(9.6%) 33(10.9%)  

Multiple aneurysms 90 (29.6%) 99 (32.6%) 0.422 

Ruptured aneurysms 14 (4.6%) 11 (3.6%) 0.683 

morphology   0.152 

Saccular 257 (84.5%) 264(86.8%) 0.487 

Fusiform 25 (8.2%) 24 (7.9%) 1 

Dissecting 19 (6.2%) 9 (3.0%) 0.08 

Blister 3 (1.0%) 7 (2.3%) 0.34 

Maximal diameter in mm（mean） 11.81 (±8.18)   12.35 (±7.52) 0.409 

≤7mm 110（36.2%） 98（32.2%） 0.305 

≤15 mm to >7 mm 144（47.4%） 145（47.1%） 0.935 

>15mm 50（16.4%） 61（20.1%） 0.248 

Location   0.096 

Carotid artery 253(83.2%) 261 (85.9%) 0.432 

Distal Circle of Willis 13(4.3%) 10 (3.3%) 0.672 

Vertebral artery 34 (11.2%) 22 (7.2%) 0.122 

Basilar artery and other posterior 

circulation 

4 (1.3%) 11 (3.6%) 0.114 

PED Model   0.371 

PED Classic 136(44.7%) 148(48.7%)  

PED Flex 168 (55.3%) 156 (51.3%)  

Time to last follow-up imaging (mean) 9.01 (±654) 8.75 (±767) 0.649 

Complete occlusion at last follow-up 228 (75.0%) 272 (89.5%) ＜0.001 

mRS score at last follow-up   0.335 

≤2 289(92.0%) 281(89.5%)  

＞2 25（8.0%） 33（10.5%）  

Complications    

Ischemic complications 18 (5.9%) 34 (11.2%) 0.03 

Hemorrhagic complications 6 (2.0%) 8 (2.6%) 0.787 

Compression symptoms 5 (1.6%) 12(3.9%) 0.140 

Mortality 6 (2.0%) 5 (1.6%) 1.0 

 

Bold values: P-Value < .05. 

n (%); P-Value: chi-square test. 

Median (IQR); P-Value: T test 
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Abbreviations: PED: Pipeline embolization device embolization  

SAH: Subarachnoid hemorrhage 
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